


GETTING STARTED — DATA IMPORT

Select IMPORT on the TetraConnect meny
Turn the TetraGraph ON

Use the provided USB cable to connect
TetraGraph to the computer

Press the OFF button and seledt/PLOAD

Press CONNECTNn the TetraConnect portal,
select the listed COM port and confirm

Data TRANSFERwill begin
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NOTE: Google Chrome web browser, version 80.0 or greater is required
TetraGraph software version SW 34h.22b12b or above is required

VIEWING A SESSION — DATA ANALYSIS

Select a data record in the Open theV/IE\VV page to view Click on the top graph and
VMEASUREMENTS PAGE™ P the selected data record ™ TOOLTIfwill be displayed
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[ TOF Ratio: 94 %

B Response: 11.67 mV

The TREND CHART shows The RESPONSE GRAPH

the change of TOF ratio, shows amplitude and wave-
TOF count, PTC and ST : form for the selected data
values over time _ . point

EXPORT & PRINT

Customize data by filtering in the search field. A customized report including the data records of choice can be
exported and printed in Excel, CSV (for import to databases and analysis tools) or PDF documents.
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